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Recommendation for Changing UROMED Urine Bags 

GERMANY

CHANGE INTERVAL

The information on the replacement interval is derived from the corresponding instruction for use. The current instruction for use must always be observed. 
All indications correspond to our knowledge at the date of press. Due to technical progress all products are subject to change. ©UROMED Kurt Drews KG

Please find more languages on our website 
www.uromed.eu under the heading "Service".

ENGLISCH - ENGLISH

Urine bag with drip chamber

Urine bag without drip chamber

change all:

Leg Bag
e.g. UROMED CYSTOBAG MINI 750 S Urine Leg Bag (REF 4893)

monday      wednesday           friday

Bed Bag
e.g. UROMED CYSTOBAG TK 2000 »comfort«
Closed Urine Drainage System (REF 4802)

10.      20.            30. of the respective monthchange all:

Bed Bag
e.g. UROMED CYSTOBAG LS 2000 Urine Drainage System (REF 4801)

monday      wednesday           fridaychange all:


